EVIDENCE BASED PERSPECTIVE:
Breast Implant-Associated Anaplastic
Large Cell Lymphoma

What do we know about BIA-ALCL?

* BIA-ALCL is not breast cancer—it is a type of non-Hodgkin's lymphoma (cancer
of the immune system), that affects lymphocytes (immune cells), typically taking
between 8-10 years to develop.!

¢ Individuals who have been implanted with textured breast implants at some
point during their clinical history have a risk of developing BIA-ALCL.

* In most cases (>85%), BIA-ALCL is found in the implant effusion (fluid surrounding
the implant), which current data suggest may be cured by removal of the implant
and capsule.?

* In some cases (10-15%), BIA-ALCL can present as a mass attached to the breast
implant capsule. In these cases, the cancer may spread to the lymph nodes and
can metastasize.?
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*The Mentor + Another Manufacturer Cases includes 3 cases with Mentor smooth implant in patients who also had other textured implant of another
manufacturer (there are currently no confirmed cases of BIA-ALCL in patients whose implant history included only smooth implants).

manufacturers.

Does surface texture make a difference?
Recent literature suggests that the risk of developing BIA-ALCL differs between different textured devices. Current estimate,

from a significant study conducted in Australia and New Zealand, put the risk ot
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What can | do to reduce the likelihood of BIA-ALCL for my patients?

* To date, there have been no cases of BIA-ALCL diagnosed in patients in which only smooth implants were used in their

clinical history.

¢ Recent data suggests that preventing bacterial contamination may reduce the risk of developing BIA-ALCL.
For more information, *visit www.saferbreastimplants.org

* While textured breast implants have established clinical benefits, leading researchers recommend that clinicians should
consider the relative risk of developing BIA -ALCL when selecting a textured implant for their patient; clinical need should be

adequately justiied when selecting higher surface area implants like Biocell and Polyurethane.

Where do | find resources on BIA-ALCL, diagnosis, and treatment?

Source

National Comprehensive Cancer Network

(NCCN) Guidelines

Website*

https://www.nccn.org/patients/guidelines/cancers.aspx

Focus

Diagnosis & Treatment

Patient Registry and Outcomes for
Breast Implants and anaplastic large
cell Lymphoma (ALCL) etiology and
Epidemiology (PROFILE)

https://www.thepsf.org/research/registries/profile

Registry for reporting and tracking
cases of BIA-ALCL

FDA

https://www.fda.gov/MedicalDevices/ ProductsandMedicalProcedures/
ImplantsandProsthetics/Breastimplants/ucm239995 htm

Report on FDA's findings and
recommendations on BIA-ALCL

Therapeutic Goods Administration
(TGA)

https://www.tga.gov.au/alert/breast-implants-and-
anaplastic-large-cell-lymphoma

Report on TGA's findings and
recommendations on BIA-ALCL

Medicines and Healthcare Products
Regulatory Agency

https://www.gov.uk/guidance/breast-implants-and-anaplastic-
large-cell-lymphoma-alcl

Report on MHRA's findings and
recommendations on BIA-ALCL

Health Canada

https://www.canada.ca/en/health-canada/services/drugs-health-
products/medeffect-canada/safety-reviews/breast-implants-
assessing-potential-risk-cancer.html

Report on Health Canada’s findings
and recommendations on BIA-ALCL

American Society of Plastic Surgeons (ASPS)

www.plasticsurgery.org/alcl

BIA-ALCL Physician Resources

American Society for Aesthetic
Plastic Surgeons (ASAPS)

www.surgery.org/professionals

BIA-ALCL Physician Resources

Association of Breast Surgery

https://associationofbreastsurgery.org.uk/clinical/bia-alcl/

BIA-ALCL Physician Resources

Mentor

http://www.mentorwwllc.com/global-us/SafetylInformation.aspx
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Before using any medical device, review all relevant Instructions for Use, Package Inserts or Summary of Product Characteristics. We do not endorse the use or promotion of unapproved
products or indications. Any demonstrations of approved medical devices should be considered as information only and are not a surgical training guide.

Your patient needs to read and understand the information regording the risks and benefits of breast '\mp\onfs, with an opportunity to consult with you prior to deciding on surgery.
Please refer to the Instructions for Use / Package Insert that come with the device for the most current and complete instructions.
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